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1  INTKODUCnON 

A  neutral  rare  gas  laser  has  been  built,  and  used  to  produce  continuous  wave  output  at  several 
wavelengths  in  the  inid-  infra-red  region.  Some  of  these  hnes  are  of  particular  interest  bWause  of  their 
location  in  tlx-  atmospheric  window  around  2  ^m. 

The  laser  design  is  described,  and  results  are  presented  of  a  parametric  study  of  its  operating 
characteristics.  Mixtures  of  He-Ar,  H«?-Kr  and  He-Xe  were  used,  witli  total  gas  pressures  in  the  range 
11-35  torr.  Excitation  of  the  gas  was  achieved  by  a  hollow  cathode  longitudinal  discharge,  with  a 
maximum  current  of  110  mA.  The  output  power  at  each  wavelength  was  monitored  as  a  function  of  the 
discharge  parameters  (total  pressure,  partial  pressute  ratio,  and  current),  and  the  output  coupler 
reflectivity,  to  determine  the  optimum  working  regimes. 


2  LASER  SYSTEM 

The  laser  cavity  it  built  around  two  0.75*  diameter,  1.7  m  long  invar  rods,  coiutected  by  aluminium 
blocks  on  whidi  the  optical  components  are  mounted.  The  rear  mirror  is  gold-plated  copper,  and  there 
is  the  choice  of  three  output  couplers  with  reflectivities  optimised  for  the 

(i)  1.8 -2.7  pm, 

(ti)  35  pm,  and 

(111)  2.7 -  4.8  pm  regions  (Laser  Optics,  Inc.). 

The  output  couplers  are  25  mm  ZnSe  concave  mirrors  with  a  15  m  radius  curvature  on  the  inside  face. 
This  configuration  means  that  the  cavity  is  a  stable  resonator.  The  external  surfaces  are 
anti-reflection  coated.  The  Pyrex  discharge  tube  is  15  m  long,  with  a  nominal  internal  diameter  of 
6j6  mm.  A  water<ooled  jacket  around  the  tube  removes  excess  heat. 

The  gases  used  in  the  laser  (He,  Ar,  Kr  >99.999%,  Xe  >99.995%  purity)  are  delivered  to  the  tube  via  a 
moisture  trap  and  7  pm  particulate  filters.  Fine  control  is  maintained  over  the  pressure  of  the  gases  by 
calibrated  needh  valves.  The  total  pressure  is  measured  by  a  capacitance  pressure  gauge 
(MKS  Baratron  type  122A}.  Ballast  resistors  of  5  kO  and  75  kO  are  in  series  with  the  power  supply 
(Iiidustek  Pty  Ltd)  at  the  cathode  and  anode  ends  of  the  tube,  respectively. 


3  EXPERIMENTAL  LAYOtn 

The  experintental  layout  is  shown  schematically  in  Figure  1,  and  a  photograph  of  the  apparatus  is 
shown  in  Fig^ire  2.  The  laser  radiation  was  dispersed  by  a  0.25  m  focal  length  monochromator 
(Oriel  77200),  and  detected  by  a  power  meter  (Laser  Precision  Corp.,  RKP-360).  (direction  was  made 
for  the  spectral  response  of  the  monochromator.  An  XT<ompatible  computer  controlled  the  current  and 
recorded  the  power. 


4  CONTINUOUS  WAVE  OUTPUT 

Table  1  Bats  Uw  lines  which  have  been  observed  to  lase  in  continuous  wave  mode.  The  powers  are  those 
SBtdcr  optimum  conditions,  and  transitions  are  given  in  Racah  notation.  The  atmosphen.'  absorption 
coeMdenia  were  calculated  with  the  Lowtran  6  model. 
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Table  1  Continuoua  wave  output 


1 

1  Cases 

! 

Wavelength 

bun] 

Transition 

Power 

ImWl 

Atmorpheric 
absorption 
coefficient  [km‘f  ] 

1 

2.026 

543/2h  -6pl3/21i 

13.7 

0.21 

i 

1 

i 

2.651 

543/2I1  -6p[l/2to 

1.2 

26.4 

3.366 

5j’(5/2!2-6r(3/2li 

6.4 

0.60 

3.434 

7pi5/2h  -7s(3/2h 

4.0 

0.23 

3307 

547/2I3  -6pI5/2l2 

30.0 

0.19 

3.650 

7p(l/21i  -7s[3/2l2 

0.5 

0.16 

He-Kr 

2323 

44I/2I1  -5p{3/2}2 

03 

7.17 

3.066 

6p(l/2)i  -6s{3/2J2 

4.1 

2.00 

Hc-Ar 

2.061 

343/2l2-4pT3/2l2 

0.1 

0.21 

2.207 

341/2I1  -4p[3/2l2 

03 

0.16 

2.397 

34l/2b-4p[l/21i 

03 

0.28 

5  THE  2  ATMOSPHERE ::  WINDOW 

05  the  laser  lines  detected,  three  were  chosen  for  detailed  study  because  of  their  location  in  the  2  jun 

atmospheric  window,  viz.  the  He-Xe  2.026  (xm  line,  and  the  He>Ar  lines  at  2.061  and  2.207  pm. 

5.1  He-Xc  2.026  iim  line 

The  output  power  of  this  line  is  shown  as  •  function  of  dischai^ge  conditions  at  a  total  pressure  of 
11  torr  in  Figures  3a  and  b.  Figure  3a  shows  that  for  all  He'JCe  ratios,  the  power  increases 
monotonicaliy  with  current  up  to  tite  maximum  of  110  mA.  In  Figure  3b,  power  is  plotted  versus 
HeJCe  partial  pressure  ratio  fur  a  range  of  currents.  For  each  current  there  is  an  optimum  HeiXe 
ratio.  The  higher  the  current  the  larger  the  optimum  HcJCe  ratio  ie,  the  leaner  the  mixture  is 
in  Xe.  The  maximum  power  of  13.7  mW  is  obtained  at  110  mA  and  He:Xe  ■  80:1.  This  line  will 
iase  with  higher  total  gas  pressures,  but  with  lower  power.  (11  torr  is  the  lowest  pressure  that 
will  sustain  a  stable  discharge.) 

5.2  He-Ar  2.061  and  2.207  irni  lines 

Figures  4  and  5  show  the  output  of  the  2.061  and  2.207  pm  lines,  respectively,  as  functions  of  the 
discharge  conditions  at  35  torr.  These  lines  have  significantly  different  characteristics  to  the  Xe 
line,  and  lase  over  a  much  narrower  range  of  conditions.  This  is  particularly  so  in  the  case  of  the 
2.061  nm  line,  which  only  lases  between  35  and  70  mA  (Fig.  <a).  The  2.207  urn  line  lases 
between  15  and  55  mA,  with  the  optimum  value  being  dependent  on  the  He:Ar  ratio.  Figures  4b 
and  5b  show  power  versus  partial  pressure  ratio.  For  each  line,  the  optimum  value  of  l'e:Ar  is 
dependent  on  the  correnL  Both  tires  require  gas  mbitures  which  are  rich  in  Ar,  and  will  not  lase 
if  HffAr>63:1. 
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FituM  5(b)  Power  of  He'Ar  ZIOT  um  tine  versus  He:Ar  ratio. 
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